Manufacturing high quality urinary catheters.
Forty-four percent of hospital patients with indwelling catheters can develop significant bacteriuria within 72 hours of catheterisation. It is, therefore, critical that catheters are manufactured with perfectly smooth surfaces and apertures to reduce the potential for infection. An ultrasonic cutting technology is described here that produces smooth apertures and eliminates problems associated with debris.